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Abstract

Raman and near-infrared (NIR) chemical mapping are widely used methods in the pharmaceutical industry to understand

the distribution of components within a drug product. Recent advancements in instrumentation have enabled the rapid

acquisition of high-resolution images. The comparison of these techniques for the analysis of pharmaceutical tablets has

not recently been explored and thus the relative performance of each technique is not currently well defined. Here, the

differences in the chemical images obtained by each method are assessed and compared with scanning electron microscopy

with energy dispersive X-ray microanalysis (SEM-EDX), as an alternative surface imaging technique to understand the

ability of each technique to acquire a chemical image representative of the sample surface. It was found that the Raman

data showed the best agreement with the spatial distribution of components observed in the SEM-EDX images.

Quantitative and qualitative comparison of the Raman and NIR images revealed a very different spatial distribution of

components with regards to domain size and shape. The Raman image exhibited sharper and better discriminated domains

of each component, whereas the NIR image was heavily dominated by large pixelated domains. This study demonstrated

the superiority of using Raman chemical mapping compared with NIR chemical mapping to produce a chemical image

representative of the sample surface using routinely available instrumentation to obtain a better approximation of domain

size and shape. This is fundamental for understanding knowledge gaps in current manufacturing processes; particularly

relating the relationship between components in the formulation, processing condition, and final characteristics. By

providing a means to more accurately visualize the components within a tablet matrix, these areas can all be further

understood.
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Introduction

Raman and near-infrared (NIR) chemical mapping are clo-

sely related tools for characterizing the spatial distribution

of components within pharmaceutical tablets. Recent

advancements of spectroscopic mapping equipment have

enabled enhanced spatial resolution to be achieved in a

reduced time improving the information that can be

extracted from chemical images.1 The relative capabilities

of each technique have not been recently compared for the

analysis of pharmaceutical products, thus the performance

of each method is not currently well understood. To over-

come the limitations in knowledge, this study assesses the

ability of each technique to obtain a chemical image repre-

sentative of a sample surface.

Šašić previously compared the two chemical mapping

methods in 2007 for the analysis of common pharmaceut-

ical tablets.2 This study reported that all components could

be successfully identified using Raman chemical mapping;

however, NIR mapping could only locate half of the com-

ponents. This was expected due to the enhanced resolution
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obtainable using Raman spectroscopy. However, compari-

son of the chemical images revealed little difference in the

distribution of components obtained by each technique

with regards to the domain size and shape. It is thought

that the combination of the higher spatial resolution avail-

able using a Raman confocal microscope, with the recent

advancements of rapid Raman data collection, will enable

better discrimination between individual components and

reveal information on the size and shape of domains. Šašić,

however, did not determine if the chemical images obtained

accurately represented the sample composition and distri-

bution. In the presented study, we compare the chemical

images acquired with alternative surface imaging techniques

(scanning electron microscopy with energy dispersive X-ray

microanalysis, or SEM-EDX) to determine which vibrational

spectroscopic method produces component images most

accurately representing the real sample surface.

An alternative surface imaging tool, SEM-EDX analysis,

can be used to examine the spatial distribution of compo-

nents within a tablet matrix.3 Backscattered electron (BSE)

compositional imaging mode allows variations in atomic

number to be easily visualized via a contrast map of the

specimen, where bright areas correspond to regions of high

atomic number and vice versa.4 BSE images cannot in them-

selves identify what elements are present; however, it can

locate dissimilar elements within a sample. Energy disper-

sive X-ray microanalysis can be used as a complementary

technique to determine the elemental composition of those

regions which may then be used to identify components of

a known formulation.5 However, this method can only be

used for samples whose components differ in their elem-

ental composition and thus usually struggles to differentiate

between organic excipients. Spectroscopic mapping is

therefore the favored method of visualizing the microstruc-

ture of a tablet matrix. Recent publications have demon-

strated the value in coupling Raman mapping and SEM-EDX

analysis as complementary tools to characterize the distri-

bution of components within a tablet matrix.6 This has

drawn a lot of interest in recent years and led to the devel-

opment of SEM–Raman mapping systems which combines

confocal Raman mapping and scanning electron microscopy

within a single microscope system.7

Both Raman and NIR chemical images are currently used

in the pharmaceutical industry to visualize formulation

composition. To date, applications have included formula-

tion development, process understanding, and characteriz-

ing out of specification batches.8–15 An overview of the

literature suggests NIR chemical mapping has been more

extensively explored within the pharmaceutical industry.16

Raman and NIR spectroscopy are complementary tech-

niques where functional groups that exhibit an intense

Raman signal generally give a weak NIR response and vice

versa.17,18 The sensitivity of each technique for a particular

formulation will therefore depend on the chemical nature

of the individual components.

Pharmaceutical formulations generally consist of a com-

bination of an active pharmaceutical ingredient (API) and

inactive substances that provide the formulation with its

desired physical and manufacturing properties. Generally,

APIs are organic compounds that usually contain aromatic

and/or olefin functionality and are microcrystalline in

nature. Raman spectroscopy is typically better for identify-

ing low concentration APIs with small particle sizes due to

the shaper bands present in Raman spectra, and the smaller

collection volume it offers.19

Pharmaceutical excipients generally vary in nature ran-

ging from organic to inorganic, crystalline to amorphous, as

well as different hydration states. Many frequently used

excipients are derived from carbohydrates, such as cellu-

loses, sugars, and starches. Although these compounds

exhibit very different functions within a tablet formulation,

their chemical structures are often very similar. Near-infra-

red spectroscopy can easily characterize these materials

from their X�H bond; however, Raman generally struggles

to discriminate between similar carbohydrate species.

A specific example of this is the ability of NIR to correctly

differentiate between a commonly used diluent, microcrys-

talline cellulose (MCC), from the disintegrating agent,

sodium starch glycolate. However, some excipients may

exist as an inorganic material which exhibit weak or more

typically no NIR spectrum. An example of this is the com-

monly used tableting agent, dibasic calcium phosphate.

Here, Raman spectroscopy is the superior technique.

Unlike Raman, NIR spectroscopy also provides a means

for water detection. This can be particularly useful to deter-

mine the moisture content or hydration state of a material.

This study explores the relative capabilities of Raman

and NIR chemical mapping for the analysis of pharmaceut-

ical products. A simplified model system composed of two

excipients and one API, which all differed in their elemental

composition, was chosen to simulate a real drug product.

Scanning electron microscopy with energy dispersive X-ray

analysis was used as an alternative surface imaging

technique to confirm the distribution of components and

compare with the spectroscopic images.

Experimental

Sample Formulation

The sample tablet was composed of a three-component

formulation containing an active ingredient (eletriptan

hydrobromide), a common diluent agent (MCC), and a

sweetener (saccharin) in a 1:1:1 w/w ratio.

The raw materials were weighed using a Mettler Toledo

XP205 analytical balance and the combined mixture was

blended using a Turbula shaker-mixer (Glen Mills, Inc.) at

a rate of 46 rotations per minute for five minutes. A Specac

Atlas Auto T8 wafer press (Specac Ltd.) was used to com-

pact the blend into a wafer. An A2 scoop of the formulation
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was inserted into a 10 mm die and compressed to 1 tonne,

held for one minute and medium release to 0 tonne. The

sample was then polished using a Leica EM Rapid Tablet Mill

(Leica, Germany) to produce an optically flat surface.

Sample Preparation

To ensure the same area was examined by both techniques,

an approach was used, devised by Clarke et al.,20 to refer-

ence coordinate markers between instruments prior to

analysis. To prevent movement during analysis, the samples

were adhered to a chemical image fusion microscope slide

using cyanoacrylate glue. A schematic of the chemical image

fusion microscope slide is displayed in Fig. 1, along with the

coordinate values of the markers obtained from both

instruments. This revealed a maximum error of 3 mm

(0.03%) in the x-direction and 21.1 mm (0.11%) in the

y-direction, enabling a reproducibility better than �2

pixels in the resultant chemical images. This demonstrated

that the error was small, and it was therefore possible to

compare the Raman and NIR images with confidence.

Chemical Mapping Data Collection

All Raman data were collected using a WITec Alpha 500þ

confocal Raman microscope (CRM) (WITec GmbH). A

PerkinElmer FT-NIR spectrometer with a FT-(N)IR micro-

scope was used for the NIR mapping experiment. A com-

parison of the data acquisition parameters is displayed in

Table I.

Chemical Mapping Software and Data Processing

Prior to imaging processing, the Raman datasets were trea-

ted with cosmic ray removal and background subtraction to

eliminate the effect of cosmic rays and fluorescence in the

Raman spectra. Chemical images were prepared using ISys

5.0 chemical mapping software. Both NIR and Raman data-

sets were normalized using mean center and scale to unit

variance by spectrum to eliminate differences in sample

presentation, such as pathlengths. The resultant datasets

were then treated with partial least squares discriminant

analysis. A reference library of the raw materials was built

by obtaining a 1000 mm� 1000mm Raman and NIR chem-

ical image of compacts of the pure components (eletriptan

HBr, MCC, and saccharin). Each chemical image contained

>1600 spectra which was used to build a partial least

squares (PLS) classification model for both the Raman and

NIR dataset.

The PLS models were applied to the pure component

Raman and NIR maps to validate if the model could suc-

cessfully distinguish between each material. The classifica-

tion maps, shown in Fig. S1 (Supplemental Material),

demonstrate the model was able to correctly identify

each component in the pure Raman and NIR maps and

thus the model was considered suitable for the formulation.

Application of the respective PLS model to the chemical

images of the sample resulted in a classification score

image for each library component. The intensity of each

pixel in the classification score image is determined by

degree of membership to a particular class (component)

by comparing the spectral response at the specific pixel

with the reference library spectra. This is given an arbitrary

value between 0 and 1, where a score value of 0 represents

the absence of a component in a pixel and a score value of 1

demonstrates 100% presence a component. Red, green,

and blue (RGB) images were obtained by the combining

the classification score images for each component. The

classification score image of each component chosen for

the RGB image was controlled by selecting an area of the

classification histogram distribution which represented

the distribution and concentration of each material in the

Figure 1. Schematic of the chemical image fusion microscope slide with reference markers. Coordinate values of each crosshair

obtained on each instrument are shown in bold along with distances between crosshairs as calculated using the coordinates.
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formulation. To obtain the most suitable classification score

images for each component, various regions of the histogram

were explored, and spectral investigation of the white, grey,

and black pixels were used to determine if the method is

representative of the component in the sample.

Quantitative domain size and distribution statistics were

obtained by generating binary images of the individual com-

ponents from the classification images using the mean value

pixel distribution. The number of included particles and per-

centage area covered was determined by the number of par-

ticles present and the proportion of the image covered by

particles, respectively. The mean equivalent diameter of

domains was calculated by approximating each domain as a

perfect circle that occupies the same area as the particle area.

SEM and EDX Data Collection

A Carl Zeiss MA15 scanning electron microscope operated

at an accelerating voltage of 20 kV in variable pressure

mode was used to examine the sample surface. An electron

micrograph was captured at a magnification of 75� using a

solid-state back scattered electron detector. The contrast

of the image was controlled by the average atomic number

of the specimen with bright areas corresponding to mater-

ials containing relatively heavier atoms and darker regions

containing lighter elements.

The qualitative elemental compositions of the sample sur-

face were determined using an Aztec energy dispersive elem-

ental X-ray microanalysis system (Oxford Instruments)

equipped with an X-Max 80 mm2 Peltier-cooled X-ray detec-

tor. The raw materials of the formulation were also analyzed

by EDX to obtain reference spectra.

Results and Discussion

A three-component system, composed of two excipients

and one API, in a 1:1:1 w/w ratio was used to simulate a real

drug product. This was chosen as a compromise between

the requirement of the system to be simplistic in nature

while still obtaining a spatial distribution of components

similar to a real drug product. Eletriptan HBr API

(C22H27BrN202S), MCC (C14H26O11), and saccharin

(C7H5NO3S) were chosen for the individual components

due to each material differing in their chemical nature and

elemental composition and thus could be uniquely identifi-

able by both spectroscopy and SEM-EDX analysis. The

structures of each material and their respective Raman

and NIR spectra are displayed in Fig. 2.

Microcrystalline cellulose has a characteristically weaker

Raman scatter relative to the other components due to its

chemical nature and therefore exhibits a relatively poorer

signal-to-noise ratio under equivalent data acquisition

parameters.

The particle size of the raw components was deter-

mined using a QICPIC (Sympatec) dynamic image analysis

system equipped with a lens capable of measuring particles

in the range of 4.2–2888 mm. The volume weighted particle

size distribution and the corresponding numerical values

are provided in Fig. S2 and Table SI, respectively.

Eletriptan HBr exhibited the smallest mean particle size

by volume at 42.22 mm, while the other two components

revealed larger values greater than 200 mm. The D(v,0.1)

value of eletriptan HBr was 21.45 mm, which corresponds

to 10% of the particles being smaller than this value. The

highest resolution achievable on commercially available NIR

mapping systems is 25 mm and therefore it is possible that

some pixels acquired by this technique may be mixed

resulting in pixel misclassification. Eletriptan HBr has very

typical physical properties of an API and therefore was used

in the formulation to represent the challenges of acquiring

the spatial distribution of APIs in drug products using NIR

mapping. A lower lateral spatial resolution of 10 mm was

chosen for the Raman instrument as a compromise

between a spatial resolution able to visualize the majority

Table I. A comparison of the data acquisition parameters used for the Raman and NIR chemical mapping

experiment.

Raman NIR

Instrument name WITec Alpha 500þCRM Spotlight 400

Excitation laser (nm) 785 –

Spectral range (cm–1) 132.5–1910 3900–7600

Spectral resolution (cm–1) 1 16

Detector Charge-coupled device InGaAs duet detector (16 element array)

Objective 20� 0.46 NA 15� 0.60 NA Cassegrainian

Scan area (mm) 3000� 3000 3000� 3000

Step size/mm 10 25

Acquisition time/s 0.1 0.05

Number of scans per spectrum 1 4

Total mapping time �3.5 h �13 min
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of particles, while reducing the data acquisition time

required to generate a chemical map.

Raman and NIR Image Comparison

The chemical images obtained by Raman and NIR chemical

mapping are displayed in Fig. 3. Initial inspection reveals a

very different spatial distribution of components. The

domains present in the NIR chemical image appear pixe-

lated and agglomerated together, while the Raman data

reveals discrete domains which can be discriminated from

one another with a well-defined shape. Closer inspection

shows similar domains can be located in both images. For

example, the large green domain of saccharin in the bottom

left-hand corner and the blue agglomerate of MCC particles

in the left-hand center of the images.

SEM-EDX Validation

An electron micrograph of the tablet surface, displayed in

Fig. 4, shows a grey-scale image with three different con-

trasts, corresponding to the three components in the tablet

system. Spectral comparison using EDX microanalysis

revealed the elemental composition of each region and

thus identified the contrast as a particular component

(MCC¼ dark grey, saccharin¼medium grey, and eletriptan

HBr¼ light grey). This enables the spatial distribution of

components to be easily visualized in the electron

micrograph.

An EDX map is a false color image of the sample surface

that can be easily compared to the chemical images

obtained spectroscopically. Each material differed in their

elemental composition and thus an overlay of the distribu-

tion of bromine, sulfur, and carbon/oxygen could success-

fully differentiate between each component. Figure 5 shows

the chemical images of the same surface area using Raman

and NIR, as well as the EDX map. It was not possible to

examine the exact same surface area of sample for SEM-

EDX analysis; however, distinct domains in the chemical

images were located and a larger area was measured.

This ensured the whole sample area examined spectro-

scopically could be compared in the EDX map.

Inspection of images reveals the Raman and EDX map

exhibit a very similar spatial distribution of components.

The most notable differences between the images obtained

spectroscopically were the size and shape of domains. The

Raman image clearly discriminates between domains of

each component with a well-defined shape and shows

Figure 2. The molecular Raman structure (left) and near-infrared spectrum (right) of eletriptan HBr (top), microcrystalline cellulose

(center), and saccharin (bottom).
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good agreement with the EDX map. The pixelated large

domains present in the NIR image suggest this is an inaccur-

ate representation of the distribution of components.

To further compare the differences in the Raman and

NIR chemical images, binary images of each component

were constructed using the mean value pixel distribution.

Binary images of each contrast present in the SEM micro-

graph were also produced by applying a contrast threshold.

The binary images of each component acquired by all

three techniques are provided in the supplementary

information (Figure S3). As suggested previously, compari-

son of the binary images reveal the Raman and SEM

show the best agreement with regards to domain size,

shape, and distribution and there is little visual similarity

between the NIR and SEM binary images. This further high-

lights the inability of the NIR chemical image to provide an

accurate representation of the spatial distribution of

components.

Figure 4. (a) An electron micrograph of the sample surface at a magnification of 75� and (b) a comparison of the EDX spectrum

obtained from the raw reference materials and the contrasting domains in the SEM micrograph which identified dark grey¼micro-

crystalline cellulose, medium grey¼ saccharin, and light grey¼ eletriptan HBr.

Figure 3. (Left) Raman and (right) NIR chemical image where blue¼microcrystalline cellulose, green¼ saccharin, and red¼ eletriptan

HBr.
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Visual inspection of the binary images reveals there are

generally a larger number of domains present in the Raman

image; however, these domains are typically smaller with a

better-defined shape. There are also several small domains

present in the Raman image which are absent in the NIR

data. These differences are likely to have resulted from the

difference in the spatial resolution available by each tech-

nique. Under ideal circumstances, Raman mapping systems

can achieve a lateral spatial resolution of single microm-

eters, while the volumetric resolution is a much more

complicated issue. A step size of 10 mm was chosen for

this experiment as a compromise of the data acquisition

time and resolution. The maximum XY resolution of

many commonly used commercial NIR chemical mapping

systems and the spatial resolution used here is 25 mm. The

higher resolution available on the Raman instrument

enables better discrimination between domains as well as

the detection of smaller particles.

The domains present in the NIR image generally appear

pixelated and agglomerated together. This is particularly

notable for the MCC and saccharin components, which

both have a characteristically strong NIR response. The

pixelated domains present here are typical of observing

spectroscopic response within the core of the sample.

Raman instruments are fitted with a confocal aperture

which limits the detection of spectral response from out-

of-focus light, and thus data are collected from a smaller

volume at the microscope focal point. Near-infrared instru-

ments do not have this ability, and data are collected from a

larger volume.21 The NIR binary image of eletriptan HBr,

displayed in Figure S3, appears to underestimate the con-

centration of this component, particularly on the left-hand

side of the image. Eletriptan HBr is an acid salt of an organic

molecule which has a relatively weaker NIR spectrum com-

pared with the other components. Interestingly, the NIR

distribution of MCC and saccharin appear oversized and

pixelated in this region relative to what is observed in the

Raman image. It is likely that the poor NIR response from

eletriptan HBr on the sample surface is being overpowered

by the strong response of MCC and saccharin within the

sample core. This is amplified by larger sample volume

detected by NIR due to the lack of confocality in the

system.

Quantitative Image Comparison

To evaluate quantitative differences between chemical

images, the number and size of the domains of each com-

ponent in the chemical images were determined from the

binary images and displayed in Table II. The equivalent diam-

eter of a domain is estimated by assuming each domain

is a perfect circle that occupies the same area as the

domain area.

To quantify the differences in the SEM-EDX data, the full

image was cropped to represent the sample area measured

in the NIR and Raman mapping experiment. As discussed

earlier, it was not possible to measure the exact same area

using this technique and therefore the values quantified will

not be completely comparable to the spectroscopically

obtained maps. Instead, the purpose of this was to provide

some indication of the size and distribution of each com-

ponent within the formulation to gain a further understand-

ing as to which spectroscopic image best represents the

sample surface. The cropped SEM-EDX images used for

quantitative analysis are provided in Figure S4.

As expected from the binary images, the Raman image

generally exhibits a larger number of domains for all com-

ponents and is more comparable to the SEM-EDX data.

The magnitude in difference is notable and suggests, for

this particular formulation, that the higher resolution of

the Raman instrument is advantageous. This provides the

ability to discriminate between individual components and

gain an enhanced understanding of the spatial distribution

of components and individual domain size and shape.

The differences in domain size across images have also

been quantified by comparing the estimated mean equiva-

lent diameter of domains. Most interestingly, the average

size of MCC domains in the NIR image are over three-fold

larger compared with the Raman and SEM-EDX data. This

was also observed in the binary images of MCC and is the

Figure 5. (Left) Raman, (center) NIR, and (right) EDX image where blue¼microcrystalline cellulose, green¼ saccharin, and red¼

eletriptan HBr. The white box represents the approximate area measured by the spectroscopic mapping methods.
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largest difference seen across all three-components. This

suggests that this difference is due to the chemical nature

of the material. Microcrystalline cellulose is an unsaturated

organic material consisting of a number of heteronuclear

bonds which have the ability to induce a dipole moment

during molecular vibrations. Microcrystalline cellulose

therefore has a characteristically strong NIR response.

The absence of aromatic and/or olefin functionality in the

chemical structure classifies MCC as a weak Raman scat-

terer. As suggested earlier, it is likely that the overesti-

mation and large pixelated domains of MCC in the NIR

images are due to the detection of the strong NIR response

of MCC within the core of the sample. This is the major

limitation of NIR chemical mapping, such that if the sam-

pling probe volume is greater than the domain volume, the

spectral response at a single pixel may contain a mixture of

components. It is the material that has the strongest spec-

tral response which is chosen to represent the pixel.

Due to the differing properties of components within a

formulation, this may not be the material at the sample

surface and instead chemical maps may represent an

inaccurate distribution of components. This is not the

case in the Raman image due to the combination of MCC

exhibiting a relatively weaker response and confocality in

the measurement reducing the data collection volume.

However, despite the characteristically weak spectrum,

the MCC percentage area covered in the two images is

comparable suggesting Raman is sufficient at detecting this

organic compound.

The same trend is generally seen for saccharin; however,

the magnitude is far smaller due to saccharin characteris-

tically having a fairly strong NIR and Raman response. This

is due to the molecular structure containing both

heteronuclear bonds (such as –NH) and aromatic function-

ality. Here, the discrepancy in the average domain size is

likely due to a combination of the lower spatial resolution

and deeper penetration depth of the NIR radiation.

The percentage area covered for eletriptan HBr mea-

sured by NIR is underestimated by two-fold relative to the

Raman and SEM-EDX data. This highlights the challenge

regarding the large sample volume collected in NIR experi-

ments and its consequential effect on detecting relatively

weak NIR absorbers.

Overall, the Raman domain size statistics is most com-

parable to the SEM-EDX data. The domain size of the com-

ponents in the tablet appear to be different to the particle

size of the raw ingoing materials. This is not uncommon and

suggests that the application of pressure when forming a

compact can alter the mixture. The domain size statistics

suggests MCC aggregates together, while saccharin appears

to break up. There are some differences in values between

the Raman and SEM-EDX data; however, this is expected

due to the slight differences in the sample area examined

and the higher lateral spatial resolution available with SEM-

EDX analysis. However, the magnitude of each value

appears to be similar across the Raman and SEM-EDX

data, while the NIR statistics are inconsistent with these

values. This further suggests the superiority of Raman map-

ping to obtain information regarding the size and shape of

individual domains.

To further quantitatively assess the spatial distribution of

components, the number of domains and percentage stat-

istics for each quadrant of the chemical image is presented

in the supplementary material (Table SII). Generally, the

Raman image contains a greater percentage coverage for

each component. The most significant difference between

Table II. A table displaying the number and size of the domains of each component in Raman, NIR, and

SEM-EDX chemical images.

Data

acquisition

method

Number of

included

particles

Percentage area

covered (%)

Mean

area (mm2)

Mean equivalent

diameter (mm)

MCC

Raman 360 26.73 668.1 53.01

NIR 44 27.95 2887.0 185.28

SEM-EDX 508 31.68 401.76 44.83

Eletriptan HBr

Raman 416 36.70 793.9 50.75

NIR 103 17.67 617.5 94.91

SEM-EDX 365 32.75 580.63 56.90

Saccharin

Raman 460 36.78 719.7 56.68

NIR 59 27.16 1657.0 152.48

SEM-EDX 357 45.99 833.68 43.09

MCC: microcrystalline cellulose; NIR: near-infrared; SEM-EDX: scanning electron microscopy with energy dispersive X-ray

microanalysis.
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images for MCC is seen in the third quadrant, where the

Raman image has an almost two-fold coverage compared

with the NIR image. This is consistent with the additional

small domains present in the Raman data. A similar trend is

also seen for saccharin where the largest difference is seen

in quadrant 1 and 2. More significantly, the largest difference

in percentage cover statistics for eletriptan HBr is seen in

the first and second quadrant. This difference was noted

earlier in the binary images where this region of the NIR

chemical image is populated with large pixelated domains of

MCC. This further suggests that the intense NIR response

of MCC in the sample core may be dominating the rela-

tively weaker response of the inorganic API at the surface.

The absence of confocality appears to play a major role in

this discrepancy.

Raman Sampling Interval Comparison

To determine the effect of the depth of penetration in

resultant NIR maps, a Raman map was also acquired at a

lateral sampling interval of 25 mm. Figure 6 shows a com-

parison of a Raman map of the same sample collected at (a)

10 mm and (b) 25 mm (lateral sampling interval) with (c) an

NIR image of the same area (25 mm step size). Visual inspec-

tion of the images demonstrates a clear difference in the

distribution of components between the Raman and NIR

maps. Both Raman images show a similar spatial distribution

of components with similar domain shapes and sizes. The

domains present in the lower sampling interval Raman map

appear less discriminated and slightly pixelated at edges of

the domain. The absence of large pixelated domains

agglomerated together in the Raman image suggests this

Table III. A table displaying the number and size of the domains of each component in the Raman

(10 mm and 25mm lateral spatial resolution) and NIR (25 mm step size) chemical images.

Lateral spatial

resolution (mm)

Number of

included

particles

Percentage

area covered (%)

Mean

area

(mm2)

Mean equivalent

diameter (mm)

MCC

Raman 10 272 30.31 1003.02 66.29

25 118 31.16 950.63 128.15

NIR 25 38 34.10 3230.92 223.46

Saccharin

Raman 10 424 35.86 761.23 52.81

25 155 36.46 846.78 94.80

NIR 25 85 22.26 942.94 97.27

Eletriptan HBr

Raman 10 591 30.69 467.31 47.37

25 277 28.50 370.40 81.44

NIR 25 118 22.31 680.51 96.72

MCC: microcrystalline cellulose; NIR: near-infrared.

Figure 6. Raman image acquired with a lateral sampling interval of (a) 10 mm, (b) 25mm, and (c) a NIR image acquired with a lateral

sampling interval of 25mm, where blue¼microcrystalline cellulose, green¼ saccharin, and red¼ eletriptan HBr.
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artifact in the NIR image is mainly due to the large pene-

tration depth of the NIR radiation, resulting in overesti-

mation of components which are strongly NIR absorbing.

To quantitatively examine the difference in the Raman

and NIR images, the number and size of domains were

calculated and presented in Table III. The most notable dif-

ference is seen in the strongly NIR absorbing MCC com-

ponent, where the NIR image suggests larger and fewer

domains compared with what is present in both Raman

images. There is a difference in the number and size of

MCC domains between the Raman images collected at a

step size of 10 mm and 25 mm; however, the magnitude of

the discrepancy is smaller suggesting the large difference

seen in the NIR data is a combination of both a lower

spatial resolution but also an increased sample volume pro-

vided by the NIR system. This is supported by a smaller

difference seen for saccharin, which is a relatively weaker

NIR absorber compared to MCC and more interestingly,

little difference in the domain size for eletriptan HBr which

is known to be a weak NIR absorber. This highlights the

challenges associated with NIR chemical imaging for a

sample which contains a mixture of strong to weak NIR

absorbers. The large penetration depth of the NIR radi-

ation leads to overestimation of strongly absorbing NIR

components through the detection of material beneath

the sample surface inhibiting the ability to obtain a chemical

image at the surface of a sample.

Sample Representation

To ensure the chemical images acquired are representative

of each spectroscopic technique, additional chemical images

of the sample cross-sectioned at various depths were

examined. This is an essential step for using chemical map-

ping as a tool to estimate the component composition

within a tablet due to current techniques only involving

the examination of a single two-dimensional slice. Mixing

is a crucial step in the manufacturing of pharmaceutical

tablets to ensure components are homogenously distribu-

ted within a drug product. It is very difficult to achieve a

perfectly mixed formulation in practice and thus several

samples at various depths are required to obtain an accur-

ate estimate of the component composition.

Chemical images of the tablet acquired at 30 mm

depth intervals into the sample were obtained by physically

polishing the surface using a Leica EM Rapid table mill

to ensure the cross-section examined in this paper is rep-

resentative of the overall tablet composition. The chemical

images, displayed in Fig. 7, reveal a similar spatial distribu-

tion of components to the chemical images examined in

this paper.

Generally, the Raman image consists of well-resolved

and discriminated domains of each component, whereas

the domains present in the NIR image appear pixelated

and agglomerates together. Again, the NIR images appear

to be heavily dominated by large domains of MCC and

saccharin and the distribution of eletriptan HBr appears

to be underestimated.

Conclusion

This study successfully demonstrated the difference in the

capabilities of Raman and NIR chemical mapping for

pharmaceutical analysis. Qualitative and quantitative inspec-

tion of the chemical images revealed very different spatial

distributions of components with regards to domain size

and shape. The Raman image exhibited sharper and better

discriminated domains of the individual components,

Figure 7. Chemical images of the three-component system

acquired at 30 mm (top), 60 mm (upper center), 90 mm (lower

center), and 120 mm (bottom) deep into the sample by (left)

Raman and (right) NIR chemical mapping. Examination of the same

sample area was achievable by both techniques using chemical

image fusion microscope slides.
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whereas the NIR image was heavily dominated by large

pixelated domains of MCC and saccharin.

Evaluation of the sample surface using SEM-EDX analysis

revealed a spatial distribution of components comparable

to the Raman image with similar domain size and shape.

This demonstrated the superiority of Raman to obtain a

chemical image representative of the sample surface with

the capabilities to provide a better approximation of

domain size and shape. However, the long acquisition

times required for Raman mapping experiments mean this

technique may not be suitable for all samples, particularly

dynamic specimens or investigations which require many

samples to be analyzed. The rapid data acquisition time

achievable by NIR mapping may be valuable as a less precise

method to analyze many samples where regions of interest

can be identified and more extensively examined using

Raman. Despite the vast differences in the quality of the

chemical images, NIR chemical mapping is still widely used

in the pharmaceutical industry as a useful tool to rapidly

characterize differences in the spatial distribution of com-

ponents in troubleshooting investigations. Ultimately, the

choice of vibrational spectroscopic mapping or imaging

technique for a particular formulation will depend on the

time available for analysis, the spatial resolution required,

the desired information to be obtained, and the chemical

nature of the components.
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