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Abstract: Multispectral and 3-D imaging are useful for a wide variety of applications, adding
valuable spectral and depth information for image analysis. Single-photon avalanche diode
(SPAD) based imaging systems provide photon time-of-arrival information, and can be used
for imaging with time-correlated single photon counting techniques. Here we demonstrate
an LED based synchronised illumination system, where temporally structured light can be
used to relate time-of-arrival to specific wavelengths, thus recovering reflectance information.
Cross-correlation of the received multi-peak histogram with a reference measurement yields a
time delay, allowing depth information to be determined with cm-scale resolution despite the
long sequence of relatively wide (∼10 ns) pulses. Using commercial LEDs and a SPAD imaging
array, multispectral 3-D imaging is demonstrated across 9 visible wavelength bands.

Published by The Optical Society under the terms of the Creative Commons Attribution 4.0 License. Further
distribution of this work must maintain attribution to the author(s) and the published article’s title, journal
citation, and DOI.

1. Introduction

Multispectral imaging provides additional information about a scene by determining received
intensity from multiple spectral bands, beyond the red, green and blue employed for colour
imaging [1]. Spatially resolved spectroscopy has been used in remote sensing for many years [2],
and is now seeing applications in biological imaging [3,4], food quality analysis [5], colour image
reproduction [6] and art conservation [7]. The most common approaches to multispectral imaging
are to use passive systems with dispersive optics or multiple global filters [1]. Alternatively,
an active system involves projection of structured illumination onto the scene, allowing control
over the incident angle, spectral, spatial and temporal characteristics of the light [8]. These
additional dimensions provide a means to extract further information from a scene, and can also
be useful for taking high-speed images, as rapidly changing illumination is easier to achieve than
high-speed scanning or filtering systems. Light-emitting diodes (LEDs) provide a simple way to
produce controlled, relatively narrow-band illumination with high speed modulation, and have
been demonstrated for use in such active multispectral systems [9–11]. In [9], the authors discuss
the use of 216 visible, ultraviolet and infrared illumination LEDs to reconstruct spectral data at
10 fps with a commercial RGB camera. Similar work is shown in [10], using 5 different LED
wavelengths and a CMOS colour camera. In [11], a smartphone based system is shown, using
the LED flash and CMOS camera system with a filter wheel for the sensor. Using active systems
with structured illumination, the distortion of projected patterns provides depth information
[12]. The combination of this method with active-illumination spectral techniques allows 3D
multispectral imaging, and has been shown with LCD illumination [13], laser systems [14] and
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halogen lamps [15]. Photometric stereo techniques can also be used for 3D spectral imaging, as
different illumination angles can be distinguished by wavelength, allowing surface normals to be
calculated along with spectral information [16]. Using a conventional RGB camera and 3 sources
allows colour 3D imaging [17], and multispectral imaging can be achieved using either additional
illumination conditions [18] or a passive multispectral camera with filters or dispersive optics
[16]. There is a significant computational element to 3D reconstruction using these methods, in
particular when dealing with large discontinuities in the image field, and though the equipment is
of relatively low cost and complexity, the requirement for varying illumination angle can make
the arrangements quite large.

Imaging based on the arrival time of single photons is an established approach for a number of
applications, such as depth imaging [19] and fluorescence lifetime imaging microscopy (FLIM)
[20,21]. Time-of-flight ranging systems using supercontinuum lasers can retrieve spectral and
depth information by scanning the beam across a scene and recording received signals with
dispersive optics and an arrayed receiver [22], or by wavelength-to-time mapping of optical
pulses [23].

Here, we present a multispectral imaging system based on LED illumination and an unfiltered
single-photon avalanche diode (SPAD) image sensor. Reflectance information is recovered from
temporally structured, pulsed illumination. A SPAD image sensor is used, as these are capable
of detecting single photons with a timing resolution below 100 ps and can be fabricated with
digital in-pixel processing capabilities [24]. Time-correlated single photon counting (TCSPC)
methods, commonly used with SPAD arrays for FLIM and depth imaging [19,20,23], are used to
construct a histogram of photon arrival times at the receiver. Here, the time-of-arrival can be
uniquely associated with a particular incident wavelength by synchronising the image sensor and
illumination conditions. In this demonstration, imaging at 9 visible wavelengths is performed,
spanning 415 to 660 nm. In addition, by cross-correlation of the entire multi-pulse waveform
with a reference measurement, depth can be determined on a cm scale, despite the relatively
long optical pulses. Thus we produce 3-D multispectral images with low size, weight and power
hardware, and low computational requirements. It should be noted that while this report is aimed
towards imaging with reflectance, similar techniques could be applied for transmittance, and may
also have applications in photoluminescence exitation imaging.

2. Methods

A top-down schematic of the experimental arrangement can be seen in Fig. 1(a). LED illumination
is provided by an array of commercial LEDs, operated in a pulsed manner with each LED pulse
on a different delay with respect to a trigger signal from the SPAD camera. Both LED array
and SPAD camera are controlled with field-programmable gate array (FPGA) modules. Details
and characterisation of the LED illuminator and camera can be found in the Appendix. To
demonstrate measurement of varying visible reflectance spectra, a scene with many colours was
constructed from Lego bricks. A photograph of the scene taken with a conventional camera is
shown in Fig. 1(b). In order to show depth capability, a background plane with colour logos was
positioned 1 m from the SPAD camera, with a brick wall 20 cm closer, and a horse minifigure a
further 10 cm closer. The train of optical pulses emitted by the LEDs are reflected with intensities
modified due to the reflectance characteristics of objects in the scene. Reflected pulses are
captured by the SPAD camera and sent to a laptop via a USB3 connection to be processed. The
timing functionality is performed on the SPAD chip, producing a single time-of-arrival value per
frame for each pixel. The TCSPC histogram is constructed and analysed offline on the laptop.

An example of the a received multi-pulse waveform can be seen in Fig. 2(a). The histogram is
built up from 10,000 arrival times counted into time bins, which each have a width of 642 ps.
The SPAD sensor operates reverse mode TCSPC, meaning the detected photon starts the timing
circuitry, and an on-chip clock provides a stop signal. Therefore the TCSPC histogram is the
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Fig. 1. (a) Top-down schematic of the experimental setup. (b) Image of the target scene
taken with a conventional camera. (c) Photograph of the LED board and camera system.
The LEDs are distributed in a 1 cm diameter ring.

reverse of the received waveform. Each peak corresponds to a different LED, and the inter-pulse
delays were specified such that the pulses are fully separated in time.

Due to the time taken for photons to travel from the LEDs to the scene and back to the camera,
the entire waveform will be shifted in time depending on the distance to the imaged object. As
the scene used has depth variations on the order of 10 cm, the temporal shifts will be below 1
ns. On a 300 ns long, multi-pulse waveform with a histogram bin width of 642 ps and varying
relative peak intensities, such a shift is a challenge to measure precisely. However, taking a
reference histogram at a known distance, an example of which is also shown in Fig. 2(a), allows
the time shift to be determined accurately by cross-correlation. The result of cross-correlating the
example reference and image histograms is shown in Fig. 2(b). The peaks are still approximately
10 ns wide, however the time delay can be determined with improved precision by finding the
centroid, or weighted mean, of the middle peak. In this case, a delay of 4.3 ns is determined,
corresponding to a distance of 65 cm relative to the reference plane, which is 40 cm from the
camera, resulting in a distance measurement of 105 cm. This particular example pixel is imaging
the background in Fig. 1(a), which is 1 m away from the camera. This method provides sub-ns
scale resolution of the time delay, despite the long pulse train and wide histogram bins, resulting
in cm-scale depth resolutions, as demonstrated in the following results section. By performing
this process on a pixel-by-pixel basis, a depth map can be determined across the scene. In
addition, the cross correlation of measurement and reference signals automatically accounts for
any systematic variation in the timing measurements introduced by signal propagation through
the sensor. Such variations would cause the histograms in Fig. 2(a) to arrive at different times,
depending on the pixel’s location in the SPAD array. However, because both reference and image
histograms are affected equally, the relative time delay measurement is unchanged.
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Fig. 2. (a) Example received reference and image histograms for a single pixel of the SPAD
camera. The image histogram has been vertically offset for clarity. (b) Cross correlation
of the histograms in (a), with the middle peak centroid indicated. Note that the centroid
value is determined with a higher precision than the bin width of the histogram. The time
lag corresponds to a depth measurement.

In addition to the depth information, the histogram, contains spectral information in the number
of received counts per LED pulse. When the pulses are reflected from the objects in the scene,
their intensities are adjusted based on the reflectance. A range of time bins can be determined for
each LED based on a reference measurement, dictating which bins in the TCSPC histogram are
associated with which illuminating LED, and therefore wavelength. Figure 3 shows an example
histogram hb across bins b. The bin ranges, denoted [lλ, rλ] (left to right) for each wavelength λ
are shown as coloured bars. Measurements of relative reflectance Rλ, for a given wavelength
λ, can be made through summation of photons arriving in the time windows [lλ, rλ]. The total
number of counts received from a particular LED is indicated above the histogram. The values
will depend on the reflectance of the imaged scene, the spectral sensitivity of the pixels, and the
amount of light originally emitted by the LED. Therefore, a suitable correction factor αλ must
be applied, which can determined with a calibration process described in the Appendix. The
relative reflectance calculation can therefore be described by:

Rλ = αλ

rλ∑
b=lλ

hb. (1)

In this manner, the spectral information has been mapped to timing data, similar to the wavelength-
time encoding of Ref. [23].
As discussed above, the varying depth of the scene causes the full waveform to shift in

time. This means the summation ranges [lλ, rλ], determined by a reference measurement, will
not produce accurate count values according to Eq. (1), as the pulse edges may be outside
the windows when significant temporal shifts are present. However, as time delay is already
calculated for the depth measurement, it can also be applied to the bin ranges. The nearest integer
number of time bins equal to the time delay, denoted d, is applied to the reflectance calculation to
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Fig. 3. Example histogram with wavelength-assigned time bins indicated. Representative
sums of counts within a time bin region are indicated above the histogram.

account for the histogram shift. Equation (1) therefore becomes:

Rλ = αλ

rλ−d∑
b=lλ−d

hb. (2)

From Eq. (2) and the time delay calculation, spectral and depth information can be recovered
from the same TCSPC histogram. With the arrayed SPAD camera system, this allows 3-D
multispectral imaging.

3. Results

Images were reconstructed from the target scene by acquiring 10,000 TCSPC frames. Such a
large number of acquisitions was chosen deliberately to avoid the Poissonian noise which will
dominate in low photon-count images. Each frame is from an exposure of 1 ms, which covers
many repetitions of the waveform as the trigger signal is sent every 320 ns. However, the SPAD
sensor records timing information for only the first photon to arrive within the exposure [25].
Therefore, each frame consists of, at most, one timing measurement per pixel. The current FPGA
implementation has not been optimised to use the maximum frame rate achievable with the chip
(18.6 kfps [25]), and records at 480 fps. Therefore the 10,000 frame datasets shown here have an
acquisition time of 21 s. A reference measurement was taken with a white sheet of paper placed
40 cm from the camera, for determining the time bin ranges and for the cross correlation process.

Figure 4 shows the multispectral images taken of the target scene, and the example histograms
used in Figs. 2 and 3 are from the same dataset. We refer to Fig. 1(b) for a reference image of the
scene taken with a conventional camera. Figures 4(a) – 4(i) are the relative reflectance maps for
each wavelength channel, specified by the LED wavelengths. It can clearly be seen by comparison
with the reference image that the different coloured areas in the scene reflect more light in the
expected channels, such as the intense reflection of red (659 - 623 nm) light by the bricks at the
wall edge (Figs. 4(a)–4(c)). From the reflectance images, an approximation of an RGB colour
image can be reconstructed from three channels as shown in Fig. 4(j). The “hot pixels” for this
RGB image, where the SPAD pixels are firing continuously and producing meaningless data,
have been replaced by interpolating the surrounding pixels. It should be emphasised that this
colour image is for illustrative purposes only, and we cannot expect an ideal match between the
two images as colour matching and reconstruction is a complex process [6,26]. Most of the
objects in the scene are well represented in the RGB image, with clear colour distinctions. The
“Quantic” and “University of Strathclyde” text, although visible, is difficult to make out due to
glare from the transmitter reflecting from the glossy printed ink. The recovered images all feature
a random spread of dark pixels, caused by SPADs which are either non-functional or “hot-pixels”,
which fire continuously and therefore record no useful data.
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Fig. 4. Multispectral imaging of the scene in Fig. 1(b). (a) - (i) Relative reflectance images
for each (respectively labelled) wavelength channel. (j) RGB approximation constructed
from the 623, 525 and 445 nm channels with hot pixels replaced by interpolation. (k)
Reflectance spectra for selected areas in the image, as identified by the labels inset.

With reflectance data for 9 wavelengths, coarse relative reflectance spectra can be reconstructed
for every pixel in the image. Figures 5(a) – 5(f) show the recovered spectra for a red brick,
green brick, blue brick, purple brick, the horse and the saddle, respectively. For comparison,
the spectra of each of the bricks was also measured using a commercial spectrometer (Avantes
Avaspec-2048L) and halogen light source (Ocean Optics HL-2000-FHSA). The SPAD camera
recovers the general trends of the spectra as expected, however, the ratio between high and low
reflectivity portions of the spectra is reduced compared with the spectrometer results. Although
the relative intensity of the different wavelength LEDs was used to calibrate the detector response,
the variation in spectral width between the emitters was so far unaccounted for. These variations,
and related overlap of the spectra of different emitters may contribute to this reduction in extinction
ratio.
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Fig. 5. Coarse spectral data for various example areas within the image. (a) Red brick, (b)
green brick, (c) blue brick, (d) purple brick, (e) horse, (f) saddle. A measurement with a
spectrometer is included for comparison.

The depth map of the scene is shown in Fig. 6(a), where the shapes of the horse and wall can
be clearly distinguished against the background. Figure 6(b) shows two example horizontal slices
through the depth map, indicated in green and purple lines, compared to the respective ground
truth values. The data for row 139 tracks the constant background distance quite well, although
the Poissonian nature of the received photon counting data causes significant fluctuations in the
measurement. The data for row 56 picks out the horse and wall from the background, though
the measurement around columns 9 to 17 and 46 to 54 are significantly different. This may be
caused by low levels of received photons, as the corresponding areas in the image are in shadow
from the LED transmitter. This can be seen in the RGB approximation image in Fig. 4(j), where
the area through the window and left of the horse are dark, as the illumination is coming from
the left of the image sensor. The depth resolution is strongly limited by the TCSPC bin width
used in the SPAD camera, which is 642 ps, meaning each time bin is a difference of 9.63 cm.
This is why the depth measurements are only of limited accuracy in this current embodiment of
the experimental setup. Shorter bin widths would permit more accurate depth measurements,
but as the total number of bins is limited to 511, this would limit the full temporal range for the
histogram, preventing the full 9 pulse waveform from being captured. Nevertheless, the standard
deviation across the background line is 3.41 cm, well below the time bin resolution of 9.63 cm.
To demonstrate that the depth imaging approach works over varying distances between the

camera and target, measurements were taken at 0, 0.5 and 1.5 m distances. In each case, a
background was placed a further distance of 10 cm from the camera, and the brick wall placed
10 cm closer. For example, in the 0.5 m case, the background was placed at 0.6 m, and the brick
wall at 0.4 m. The resulting depth maps are shown in Fig. 7(a) – 7(c), for 1.5, 1.0 and 0.5 m
respectively. Horizontal profiles through these maps are shown in Fig. 7(d), with the ground truth
measurements for comparison. The performance at each of these ranges is very similar, with
resolution strongly limited by the bin width and Poissonian nature of the approach, as discussed
above. Range appears to have no significant effect on the performance. It can be seen that the
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Fig. 6. (a) Depth map of the target scene. (b) Horizontal slices of the depth map. The
standard deviation across row 139 is 3.41 cm

measurement at a distance of 0.5 m exhibits increased a larger area within the window that cannot
be accurately measured, as the shadowing from the brick wall reduces the number of received
photons, as is also the case in Fig. 6.
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Fig. 7. Depth map performance at experimental distances of (a) 0.5, (b) 1.0 and (c) 1.5
m. Horizontal profiles through the depth maps are shown in (d), along with ground truth
measurements.

4. Discussion

A time-correlated approach to 3-D multispectral imaging has been demonstrated using a series
of LEDs coarsely spread across the visible spectrum. The approach is flexible, and can be tuned
for specific spectral regions of interest. LEDs are available in the infrared and the ultraviolet,
permitting multispectral imaging in non-visible wavelengths, limited only by the spectral response
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of the SPAD pixels. The number of spectral channels is also flexible, as increased numbers of
LEDs simply requires a longer time window to collect TCSPC data. Conversely, fewer channels
allows shorter acquisition times. Alternative transmitters such as lasers, RCLEDs, photonics
crystal LEDs and superluminescent diodes may be of interest for narrower spectral line widths and
could be applied to the same approach here, however the construction of a suitable illuminating
array would have additional practical considerations, such as electrical driving, heat management
and illumination optics.

As mentioned in the results section, the SPAD sensor was operated at a frame rate of 480 Hz,
resulting in an acquisition time of 20.83 s. Clearly this timescale is not suitable for video rate or
high speed imaging. However, it first should be noted that the frame rate is currently limited by
the control FPGA, and not the SPAD chip or experimental approach. A future system utilising
high speed clocks for readout should achieve the 18.6 kfps frame rates possible for the SPAD chip
[25], resulting in the same number of frames being captured in 0.54 s. Secondly, the acquisition
of 10,000 frames is for demonstration purposes, to avoid the Poissonian noise of low photon
count images. Acquisition times can be directly reduced by capturing fewer frames, though
image quality will also be reduced. Figure 8 for example, shows the difference in image quality
for the 445 nm channel (Fig. 4(h)) with fewer acquired frames. It can be seen that Fig. 8(a),
with 10 frames, is dominated by noise, and the image is difficult to distinguish. However, the
improvement in image quality between Figs. 8(c) and 8(d) is limited, despite the acquisition time
increasing by a factor of 10. With the full chip frame rate of 18.6 kfps, video rate (30 fps) capture
could be performed with 620 acquired TCSPC frames per video frame, which would provide an
image quality between that of Figs. 8(b) and 8(c).

(a) (b)

(c) (d)

0 0.1 0.2 0.3 0.4 0.5 0.6 0.7 0.8 0.9 1

Relative reflectance

Fig. 8. Variation in image quality with (a) 10, (b) 100, (c) 1000, and (d) 10000 TCSPC
frames for the 445 nm channel.

The spatial resolution of the recovered images in Figs. 4 and 8 is relatively low compared with
conventional CMOS of CCD systems, as the SPAD image sensor is composed of 192 × 128
pixels. The largest SPAD imager format to date is 512 × 512 [27]. The challenge in development
of high-density arrays is in miniaturising the pixels, including both the active regions and the
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in-pixel counting and timing circuits. Nevertheless, it is highly likely that sensors with increasing
resolution will be developed in the future. Recently, a 1024×8 line sensor was demonstrated with
on-chip histogram capabilities [28]. Such an array could be used with the approach described
here and using a line scanning system to achieve high resolution images.

The ranging resolution in the current experimental results is strongly limited by the TCSPC bin
width of 642 ps, as this affects the resolution of the cross-correlation. This width is necessary as
the timing counter has a maximum value of 511, and in order to capture the full pulse waveform,
a minimum range of 300 ns is required. Finer bin widths should significantly improve ranging
resolution, so it is important to consider the performance under the limitations of the approach
rather than current hardware. Ranging experiments were performed using the same LED emitters
and pulse trains, but with a single SPAD (Thorlabs SPCM20A) connected to a time-to-digital
converter (TDC) module (Texas Instruments TDC7200). This allowed the same approach to
ranging but with 55 ps resolution and no imaging capability. A series of measurements were
made with a large, flat plane as a target at different ranges. The range measurement and residual
are shown in Fig. 9. The standard deviation from the actual range is 0.64 cm, indicating a
significant improvement in precision over the current imaging system. The TDC module has
a timing resolution of 55 ps, corresponding to a depth resolution of 0.83 cm. As before, the
standard deviation is below the expected resolution limit, indicating the cross-correlation and
centroid processing produces improved depth measurements. Increased precision may be possible
with shorter optical pulse widths. This could be achieved with laser emitters, or alternatively
micro-LED systems [29], which would retain the advantages of simplicity, robustness and array
format. In addition, as micro-LEDs are expected to become part of the next generation of
display technology, it can be expected that full colour RGB arrays will be available, allowing this
technique to be used to for 3D colour imaging.

Fig. 9. Potential precision of the depth ranging when not limited by timing bin width.

5. Conclusion

An approach to multispectral imaging based on TCSPC has been demonstrated. An illuminating
LED array, triggered by a SPAD camera, is used to generate pulses in multiple wavelengths, with
each wavelength given a specific time lag. The SPAD camera recovers TCSPC histograms for
every pixel in the array, from which the amount of light received from each wavelength can be



Research Article Vol. 27, No. 24 / 25 November 2019 / Optics Express 35495

determined by the time-of-arrival of photons. Additionally, due to the time-of-flight nature of the
approach, depth mapping is performed simultaneously. The experimental implementation has
been demonstrated as able to distinguish spectra from a variety of colours within a scene while
also showing a coarse depth measurement, well below that of the pulse width of the LEDs.
The underlying data for this work is available at:
https://doi.org/10.15129/5c4779bf-7d9c-4f21-a2fc-e6914f5af3cb

Appendix

SPAD camera

The SPAD image sensor used for this work is reported in [25], and consists of 192 × 128 SPAD
pixels with dedicated timing electronics. Each pixel is 18.4×9.2 µm2 in area, and can be operated
with TCSPC functionality, in which each pixel records the time-of-arrival for the first detected
photon in an exposure period. Therefore each output frame consists of a time bin value for
each pixel. Repeating this over many frames allows a histogram of arrival times to be built up
in a pixel-wise manner, allowing 2-D imaged TCSPC to be performed. The image sensor is
addressed and read out through an FPGA module (Opal Kelly XEM6310-LX150) with user
control provided through a graphical user interface. The maximum possible frame rate of the
chip is 18.6 kfps, however, the FPGA implementation for this work has not yet been optimised
for speed, and the frame rate is limited to 480 fps.
The SPAD pixels in the array have a spectral sensitivity range from 400 to 1000 nm, over

which the photon detection probability (PDP) varies significantly, up to a peak of 33% at 550 nm
[30]. This spans the visible spectrum, pushing into the infrared, however, the detector has no
intrinsic way to distinguish the wavelength of incident photons. The camera is fitted with a set of
optics with a focal length of 8 mm (Navitar MVL8M23), providing a field of view of roughly 16
degrees, corresponding to imaging a 28 cm wide scene at 1 m distance. For a more application
specific setup, larger or smaller scales may be desirable, and can be reached with appropriately
chosen imaging and illumination optics.

LED array

The structured illumination is here produced using LEDs, due to their simplicity, robustness
and ease of integration into a 2D array. The LED array comprises of 9 commercially available
LEDs (Lumileds Luxeon Z series) mounted on a PCB in a 1 cm diameter ring to minimise the
difference in illumination angle between emitters. No optics were used in order to provide a
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Fig. 10. Emission spectra of the LEDs used. Normalised (upper) and Received power
relative to the maximum output of the violet LED (lower).
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reasonably uniform illumination across the target scene. The LEDs have an active area of 1mm2

and a range of wavelengths covering the visible spectrum, chosen for demonstration purposes.
The same approach can be used with any available LED wavelengths, provided they fall within
the spectral response of the receiver, potentially enabling ultraviolet and infrared imaging.
Each LED is driven by a pair of MOSFETs, such that an input digital signal provides on-off

modulation with a 5 V bias. An FPGA module (Opal Kelly XEM3010) provides appropriately
delayed, 10 ns wide digital pulses based on an input trigger signal from the SPAD camera which
occurs every 320 ns. These parallel signals trigger LED pulses, with a 30 ns delay between each
pulse. The characteristics and performance of the LEDs under this modulation are summarised
in Table 1. The normalised and relative emission spectra, measured with a spectrometer (Avantes
AvaSpec-2048L) are shown in Fig. 10. The set of delayed optical pulses, measured with an
avalanche photodiode (APD, Hamamatsu C5658) are shown in Fig. 11.
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Fig. 11. Optical pulses from the LED array, measured with an APD. The response has been
normalised for clarity, pulse intensity varies from one LED to another.

Table 1. Summary of LED characteristics. Peak wavelength (λ), average power (P), full width at
half maximum (FWHM) pulse width (t) and delay time (d).

Name λ (nm) P (mW) t (ns) d (ns)

Deep red 659 3.88 11.8 0

Red 632 1.73 13.9 30

Red-orange 623 1.66 11.9 60

Amber 597 0.44 13.0 90

Green 525 1.44 11.2 120

Cyan 498 1.74 9.3 150

Blue 469 2.62 11.3 180

Royal blue 445 4.27 7.5 210

Violet 418 4.59 7.1 240

Despite identical driving conditions, aside from the signal delay, the pulse width and average
emitted power varies significantly from one LED to another, as efficiency and frequency response
will vary with the semiconductor material and structure used to produce different wavelengths.
In fact, the well known “green-gap” problem in semiconductors can be observed in the relative
spectra of Fig. 10, where the green-yellow region shows significantly reduced emitted power.
The variations in pulse width are accounted for when defining the time bin ranges [tb1(λ), tb2(λ)],
and the emitted power variations can be dealt with through calibration.

Calibration process

In order to determine the spectral reflectance of a target from the number of received photons,
it is important to perform a calibration process as there are a several other factors which will
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influence the number of counts. Firstly, the SPAD pixels have a wavelength dependent photon
detection probability, with a peak around 500 nm, falling close to zero at 350 and 1000 nm
[30]. Secondly, while the LEDs are all driven with short 5 V pulses, the optical emission varies
strongly from one wavelength to the next, as seen in Fig. 10. Finally, the camera optics have
significant variation in transmission with wavelength.
Calibration was performed experimentally by measuring a target with known reflectance

across the desired spectrum. A diffuse reflector (Thorlabs DG10-120-F01) was used, with the
reflectance spectra, Rλ,ref , shown in Fig. 12 as a solid line. By comparing the measurement made
with the SPAD camera to the known reference reflectance a calibration factor can be determined
to correct the data. The reflector was arranged to fill a large part of the field-of-view of the SPAD
camera and relative reflectance was calculated based on the methods described in Section 2. The
mean reflectance values for the reflector, Rλ,mean, were calculated, so the calibration factor αλ
can be determined by:

αλ =
Rλ,ref

Rλ,mean
. (3)

Fig. 12 shows the measured mean counts, and the calibrated counts indicating the correction
factor reproduces the known spectrum.
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Fig. 12. Correction of the received counts from a known reflectance target.
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